
Certificate of Calibration

Qualification date: 09 June 2025

Valid until: 09 June 2026

Instrument: ERWEKA MediPrep 820 Degasser 
Serial No:  131810.0a9a

The above named instrument has been successfully qualified against the following tests 
and is valid for use until the period specified below.

Certificate No: TLSPNMP028

Paul Netherway, Managing Director

Approved by:
Colin Perry, Service Engineer

Tested by:

Total Laboratory Services Ltd

Result: Passed

Total Laboratory Services Ltd
Unit14 C, Sunrise Business Park

Blandford Forum, Dorset DT11 8ST

        Test
Loadcell Weight
Temperature
Vacuum Pressure
500ml Accuracy
900ml Accuracy

Requirement
Manufacturer
Manufacturer
Manufacturer
Manufacturer
Manufacturer


